On the accuracy of the Reflotron creatinine determination.
A study was undertaken to evaluate the accuracy of the Reflotron creatinine determination. Two aspects are reported: the calibration of the instrument and the influence of bilirubin on the test result. As the reference method, an HPLC based technique was used. Variations due to the instrument as well as to the test strip were found, while interference by bilirubin proved to be very moderate.